[A multicenter study of IgG and IgM toxo-test enzymun].
A multicenter study was performed to evaluate Boehringer Mannheim Enzymun test toxo IgG and IgM in comparison with others IgG Elisa tests (Biotrol, Biomerieux, Abbott) or IgM Elisa test (Abbott) or in comparison with other methods (direct agglutination, indirect immunofluorescence, dye test or ISAGA). The IgG study of 700 sera and IgM study of 430 sera lead to conclude to a good sensibility and specificity of IgG and a lower specificity for IgM kit to detect toxoplasmosis.